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ABSTRACT 
Background: Cystatin C-based equations are used to estimate GFR. However, three cystatin C immunoassays 
are on the market. Difference in cystatin C assays could have strong consequences on the accuracy and precision 
of cystatin C-based equations. We have performed an analytical study of these three assays and studied potential 
differences between assays on the precision of cystatin C-based equations. 
Methods: We have studied imprecision, recovery, linearity and interferences of the three immunoassays 
(nephelometric assay from Siemens and turbidimetric assays from Dako and Gentian). The impact of differences 
in cystatin C assays has been studied for the equations published by Levey (Siemens assay) and Grubb (Dako 
assay). 
Results: Analytical performance of the Dako assay is slightly less high. For cystatin C values below 2.5 mg/L, 
no statistical difference is found between results given by the Dako and the Gentian assays. So, both assays can 
be used in the Grubb equation. Cystatin C results are different with the Siemens assay. The Levey equation, built 
with the Siemens assay, can only be used with cystatin C values measured with this assay. Using the Dako or 
Gentian assay results in the Levey equation can lead to differences in estimating GFR up to 6 mL/min/1.73 m2. 
Differences can reach 9.5 mL/min/1.73 m2 if the Siemens assay is used in the Grubb equation. 
Conclusion: The Siemens and Gentian assays seem analytically more valid than the Dako assay for cystatin C 
determination. Differences in cystatin C assays can lead to significant differences in cystatin C-based equations. 
However, these differences seem less important than the differences observed with creatinine and creatinine-
based equations. 
Keywords: analytical study of cystatin C assays 
Abbreviations: GFR, glomerular filtration rate ; PENIA, particle-enhanced nephelometric immunoassay ; 




Cystatin C, a single 120-residue polypeptide nonglycosylated protein belongs to the cystatin antiproteinase 
family [1 ]. It is produced by all nucleated cells and has a molecular weight of 13.359 Da. Cystatin C is freely 
filtered by the glomerule and fully reabsorbed by the tubules where it is catabolized [1]. Determination of 
Cystatin C in serum is thus considered as a good marker of the glomerular filtration rate (GFR)[l]. 
As for creatinine, different equations have recently been developed to estimate the GFR based on Cystatin C 
results [2-4]. However, one should know that laboratory measurements of cystatin C are mainly performed with 
two different methodologies, namely particle-enhanced nephelometric immunoassay (PENIA) and particle-
enhanced turbidimetric immunoassay (PETIA)[5]. If PENIA is mainly performed with Siemens automates, it is 
possible to use PETIA kits on different machines. Unfortunately, there is a lack of standardization for cystatin C 
measurement. Lack of standardization of creatinine results have great consequences on creatinine-based equation 
results [6,7]. In the same way, potential different results obtained with PENIA or PET1A techniques could 
potentially lead to larger differences in the estimation of the GFR. In other words, it seems important to study if 
cystatin C-based equations can be used with all cystatin C measurement methods or only with the method which 
has be used in its building [2,4,8]. Several authors have not taken this fact into consideration [9,10]? 
The aim of our study was to compare the performance of the Siemens PENIA on BNII automate with two 
different PETIA reagents (Dako and Gentian) on the Hitachi 917 automate. We firstly verified the analytical 
specifications of the manufacturers by evaluating imprecision, recovery, interferences and linearity of the three 
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methods. We also measured the potential effect of changing the analytical method in two cystatin C-based 
equations [2,4]. 
 
Table 1 The two cystatin C-based equations studied 
Equation built with the PENIA Siemens method (Levey equation) eGFR =7 6.7*cystatin-1.19 
Equation built with the PETIA Dako method (Grubb equation) eGFR = 84.69 * cystatin-1.68 
eGFR = estimated GFR 
 
Table 2 Analytical imprecision of the three cystatin C assays 
 Dako Gentian Siemens 
 ±1 mg/L ±2 mg/L ±1 mg/L ± 2 mg/L ± 1 mg/L ±2 mg/L 
Intraassay 
N 15 15 15 15 15 15 
Mean 1.018 2.818 1.064 3.035 0.991 2.722 
SD 0.024 0.026 0.013 0.040 0.014 0.042 
CV (%) 2.35 0.913 1.189 1.329 1.462 1.528 
       
Interassay 
N 15 15 15 15 15 15 
Mean 1.030 2.810 1.073 2.961 0.987 2.090 
SD 0.059 0.031 0.034 0.061 0.028 0.103 
CV (%) 5.771 1.098 3.139 2.054 2.787 3.546 
 
 
2. Materials and methods 
The kits were used according to the manufacturers' instructions with calibrators, controls and reagents supplied 
by the firms. Cystatin C measurement was performed using BN II analyzer (Siemens (ex-Dade-Behring), 
Marburg, Germany) for the PENIA method. For the PETIA methods, we have used the Dako reagents 
(Dakocytomation, Glostrup, Denmark) and the Gentian reagents (Gentian, Moss, Norway) on Hitachi 917 
analyzer (Roche Diagnostics, Mannheim, Germany). 
2.1. Assay validation 
2.1.1. Imprecision 
We assessed the intra- and inter-assay precision at two levels (1 and 2 mg/L) using 15 replicate determinations 
per level. 
2.1.2.  Recovery 
Recovery was determined according to NCCLS guideline EP-6P: five low-concentration and five high-
concentration samples were assayed a minimum of five times to establish levels in neat serum. These samples 
were then mixed at ratios of 1:3, 1:1 and 3:1 and re-assayed in replicates with the three methods. 
2.1.3.  Linearity 
Linearity was calculated as previously described by NCCLS procedures EP-6A. Briefly, to evaluate the limit of 
linearity we used pooled sera from patients at high (7 mg/L) cystatin C concentrations, which was diluted with 
NaCl 0.9% to the following percentages of the high pool: 100%, 90%, 80%, 70%, 60%, 50%, 40%, 30%, 20% 
and 10%. Samples were assayed in duplicate in different analytical runs. The polynomial regression analysis was 
performed for first-, second- and third-order polynomials. The deviation from linearity was calculated between 
the second-order and the first-order model at every concentration level and was expressed in percentages. Then 
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2.1.4.  Interferences 
We studied the possible interference of hemolysis, lipemia and bilirubin on two pools of serum assessed in 
duplicate. We also evaluated the possible interference of the rheumatoid factor (RF), as one of the kits (Gentian) 
was designed with avian antibodies being thus presented as better regarding RF interferences [11,12]. 
For that purpose, we performed a recovery test according to the NCCLS: five serum samples known to be 
positive for RF were mixed at ratios of 1:3, 1:1 and 3:1 and reassayed in replicates with the three methods. On 
the other hand, we treated 10 RF-positive samples with RF-absorbent (IBL, Hamburg, Germany) and tested in 
parallel, after 1 h of incubation, the samples treated and untreated [13]. 
2.1.5.  Method comparison 
To compare the 3 kits, we selected 85 patients. 17 had cystatin C level < l mg/L (determined with the Siemens 
assay), 36 had cystatin C between 1 and 2 mg/L and 32 had cystatin C between 2 and 7 mg/L. Cystatin C 
determinations were performed simultaneously. Comparison of the results was made by a Wilcoxon test. 
Regression analyses were carried out on each comparison. Data were also analyzed by Bland-Altman plots. As 
the difference between methods is of crucial importance in the lowest values of cystatin C, we also realized 
statistical analysis restricting to low cystatin C values (determined with the PENIA method) and we chose a 
cystatin C limit of 2.5 mg/L. 
2.1.6.  Impact of the assay on the cystatin C-based equation results 
We have calculated the estimated GFR of the patients with the results from the three assays. We have chosen two 
equations which have been built from large samples. The first equation was built with a "PENIA Siemens 
cystatin C" from a large chronic kidney disease population (n = 2980) (Levey equation) [4] and the second 
equation was built with a "PETIA Dako cystatin C" (n = 536) (Grubb equation) [2] (Table 1). By Bland and 
Altman analysis, we analyzed if results of these equations were influenced by the cystatin C assay used. As the 
relationship between GFR and cystatin C is exponential, the potential impact of the different calibrations will be 
higher in low values. This fact has been largely illustrated for serum creatinine [6]. We have thus restricted the 
comparisons to cystatin C values under 2.5 mg/L. 
 
Fig. 1. Cystatin C linearity difference plot for Siemens, Dako and Gentian methods. On the Y axis is the 
difference between the second-order model and the first-order model relative to the measured value, which 
describes the degree of nonlinearity. On the X axis is the relative value of each sample. Siemens and Gentian 
methods are linear from 10% to 100% dilution of the high pool (approximately 0.6 mg/L to 6.1 and 7.1 mg/L, 
respectively) with deviation from linearity of less than 15% in this interval. But Dako method exhibits a 
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3. Results 
3.1. Analytical study 
The CVs were similar for the 3 methods at 2 mg/L. However, we observed a higher CV at 1 mg/L with the Dako 
method (5.8% for the inter-assay) than for the two other methods (<3.5%) (Table 2). The recovery results were 
excellent, as the mean recovery was comprised between 95 and 105% for the 3 methods. Analysis of the 
deviation from linearity at each measured level for the 3 methods showed that the Siemens and Gentian methods 
were linear from 0.59 and 0.70 mg/L to 6.08 and 7.07 mg/L, respectively, with deviation from linearity of less 
than 15%. The Dako method was linear from 1.55 to 6.02 mg/L, with an acceptable deviation limit from linearity 
of 15% (Fig. 1 ). When diluting sample, a nonlinear relationship was observed for Dako method, with a 
deviation from linearity of more than 25% at 0.76 mg/L. 
 
3.2. Interferences 
Hemoglobin (up to 8 g/L), triglycerides (up to 15.561 mmol/L) and bilirubin (up to 1162800 µmol/L) did not 
show any significant interference for the 3 methods. 
We did not observe any interference of the RF with the 3 methods, as the mean recovery was comprised between 
85 and 115% (Table 3). Moreover, we did not observe any difference between the RF-absorbent treated and 
untreated RF-positive samples for the 3 methods. 
3.3. Method comparison including all results 
There was no significant difference between the Siemens and the Dako methods (mean±SEM of 2.66 ± 0.22 
mg/L versus 2.65 ± 0.21 mg/L, respectively, p>0.05), whereas we observed significant (p<0.0001) difference 
between these two methods and the Gentian one (2.85 ± 0.24 mg/L). All the results are shown in Table 4. 
Regression analyses between the methods are illustrated in Fig. 2. The Bland-Altman graphs are presented in 
Fig. 3. They show that Gentian produces higher values than the two other methods above 2.5 mg/L. 
3.4. Method comparison restricting to results below 2.5 mg/L 
When we restricted our statistical analyses to the 56 cystatin C results below 2.5 mg/L, we found a significant 
difference (p=0.0014 between the Siemens and the Dako methods (mean±SEM of 1.31 ± 0.06 mg/L versus 1.4 ± 
0.06 mg/L). The Gentian method results (mean± SEM of 1.39 ± 0.06 mg/L) were significantly different from 
results with the Siemens method (p< 0.0001 ) but not different from results with the Dako method (p> 0.05). 
All the results are shown in Table 5. The Bland-Altman graphs are presented in Fig. 4. 
 
Table 3 Recovery test with RF-positive samples 
 Siemens Dako Gentian 
Sample Expected Observed Recovery Expected Observed Recovery Expected Observed Recovery 
 (mg/L) (mg/L) (%) (mg/L) (mg/L) (%) (mg/L) (mg/L) (%) 
Sample 1 
RF+ (64 IU/mL) neat 0.83   0.92   0.88   
RF negative neat 0.75   0.78   0.78   
1RF+:3RF- 0.76 0.76 98.7 0.82 0.84 103.1 0.81 0.82 101.9 
1RF+:1RF- 0.80 0.80 101.3 0.85 0.85 100.0 0.83 0.87 104.8 
3RF+:1RF- 0.83 0.83 102.5 0.89 0.89 100.6 0.86 0.87 101.8 
 
Sample 2 
RF+ (151 IU/mL) neat 0.76   0.80   .81   
RF negative neat 0.75   0.78   0.78   
1RF+:3RF- 0.75 0.82 109.0 0.79 0.75 95.5 0.79 0.75 95.2 
1RF+:1RF- 0.76 0.87 115.2 0.79 0.79 100.0 0.80 0.79 99.4 
3RF+:1RF- 0.76 0.87 114.9 0.80 0.84 105.7 0.80 0.84 104.7 
 
Sample 3 
RF+ (884 IU/mL) neat 0.87   0.94   0.92   
RF negative neat 0.75   0.78   0.78   
1RF+:3RF- 0.78 0.75 96.2 0.82 0.75 91.5 0.82 0.75 92.0 
1RF+:1RF- 0.81 0.79 97.5 0.86 0.79 91.9 0.85 0.79 92.9 
3RF+:1RF- 0.84 0.84 100.0 0.90 0.84 93.3 0.89 0.84 94.9 
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3.5. Impact of the assay on the cystatin C-based equation results 
For cystatin C values below 2.5 mg/L, mean (±SEM) GFR for the 56 "Siemens cystatin C" with the Levey 
formula was 67 ± 4 mL/min/1.73 m2. If we used other assays within the same formula, our results were 61 ±4 
and 60 ± 4 mL/min/1.73 m2 for the Dako and the Gentian kits, respectively. Using the Dako kit in the Grubb 
formula, the mean GFR was 65 ± 6 mL/min/1.73 m2. The mean GFR calculated for the same formula were 75 ± 
7 and 63 ± 5 mL/min/1.73 m2 for the Siemens and the Gentian kit, respectively. Table 6 presents results of mean 
differences and SD between the eGFR with the reference kit (i.e. PENIA Siemens for the Levey formula and 
PETIA Dako for the Grubb formula) and with the two other assays. We have presented the Bland and Altman 
plots to compare the results of the two equations with the three assays for cystatin C values (Fig. 5). As shown in 
Fig. 5, differences between the eGFR-equations increased with GFR. This is relevant when the Dako assay is 
used in the Levey equation (correlation between delta-eGFR and eGFR of 0.46, p< 0.0003), when the Gentian 
assay is used in the Grubb equation (correlation between delta-eGFR and eGFRof0.46,p<0.0003) and especially 
when the Gentian assay is used in the Levey equation (correlation between delta-eGFR and eGFR of 0.94, 
p<0.0001 ). 
 
Table 4 Comparison of the three cystatin C assays (all measures included) 
 N Regression Mean difference SD of the difference Limits of agreement 
   (mg/L) (mg/L) (mg/L) 
   (95% CI)   
Dako against 
Siemens 
85 Y=1.0552X-0.1338 -0.01 (-0.07 to 0.06) 0.28 -0.55 to 0.53 
Gentian against 
Siemens 
85 Y=0.9167X+0.0456 0.19 (0.15 to 0.24) 0.21 -0.23 to 0.61 
Gentian against Dako 85 Y=0.8571X+0.234 0.2 (0.12 to 0.29) 0.39 -0.56 to 0.96 
 
Table 5 Comparison of the three cystatin C assays (only cystatin C measures below 2.5 mg/L included) 
 N Regression Mean difference SD of the difference Limits of agreement 
   (mg/L) (mg/L) (mg/L) 
   (95% CI)   
Dako against 
Siemens 
56 Y=0.8467×+ 0.1251 0.09 (0.02 to 0.16) 0.26 -0.41 to 0.59 
Gentian against 
Siemens 
56 Y=1.0247×-0.1173 0.08 (0.07 to 0.1) 0.05 -0.015 to 0.18 
Gentian against Dako 56 Y=0.8908× + 0.1593 -0.01 (-0.07 to 0.06) 0.24 -0.48 to 0.47 
 
Table 6 Impact of difference in cystatin C assays on two different cystatin C-based equations for GFR estimating 
Cystatin C below 2.5 mg/L Mean GFR Mean difference SD 
 (Siemens) (mL/min/ 1.73 m2) (mL/min/ 1.73 m2) 
 (mL/min/1.73 m2)   
A) 
eGFR Siemens versus eGFR Dako 67 -6 13.2 
eGFR Siemens versus eGFR Gentian 67 -6.8 6.8 
B) 
eGFR Dako versus eGFR Siemens 65 9.5 19.9 
eGFR Dako versus eGFR Gentian 65 -1.7 17.6 
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Fig. 2. Regression analyses performed for each method comparison. A) Dako against Siemens B) Gentian 
against Siemens C) Gentian against Dako. 
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Fig. 3. Bland-Altman plots of Cystatin C determined with Siemens, Dako and Gentian methods on 85 patients. A) 
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Fig. 4. Bland-Altman plots for comparison of Cystatin C determined with Siemens, Dako and Gentian methods 
on 56 patients with Siemens cystatin C values below 2.5 mg/L A) Dako against Siemens B) Gentian against 
Siemens C) Gentian against Dako. All values are expressed in mg/L 
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 Fig. 5. Bland-Altman plots for comparison of eGFR with different cystatin C assays (restricting to cystatin C 
values below 2.5 mg/L). On the left: Using the Levey equation (where Siemens is the reference) (A = Siemens 
against Dako) (B = Siemens against Gentian). On the right: Using the Grubb equation (where Dako is the 





Cystatin C is a new biological marker of GFR [1,14]. Recently, several equations based on cystatin C have been 
published to better estimate GFR [2,4] We have here compared the analytical performances of cystatin C 
measurement by three different methods, including two PETIA methods (Gentian and Dako) and one PENIA 
method (Siemens). We have also evaluated the potential impact of the inter-methods difference on two cystatin 
C-based equations results. We have chosen these specific equations because both have been elaborated from a 
large sample of patients but with different cystatin C method (Siemens method for the Levey study and Dako 
method on the Hitachi Modular P system for the Grubb study) [2,4]. 
Regarding linearity and recovery, the Siemens assay has excellent performances, with a deviation from linearity 
of less than 5% at each level. The Gentian method is also linear within the same range values (0.7 to 7 mg/L) but 
with a deviation from linearity of less than 15% at low concentration. Moreover, the dilution curve of patient 
sample obtained with the Dako method deviated from the linearity at the value of 1.5 mg/L, as previously shown 
[15]. These results have already been published separately for the three methods [5,16-18]. Moreover, regarding 
the precision of the methods, it seems that the Dako method is less performing than the Siemens and the Gentian 
methods (CV at 5.8% versus 3.5%). We confirm thus precedent data [1,5,16]. This lesser precision will certainly 
explain that, in the comparison study, SD of the mean difference between Dako and the two other methods are 
significantly higher than SD of the mean difference between Siemens and Gentian. 
Our interferences study results are also of interest. We have recovered the results of precedent studies regarding 
the absence of significant interferences of the different assays with hemolysis, lipemia and bilirubin [5,11,18-
20]. The Gentian assay uses avian antibodies (the two other assays use rabbit antibodies) and some authors have 
hypothesized that using such avian antibodies will strongly reduce analytical interferences, notably with RF 
[11,12]. For this reason, we have deeply studied potential RF interferences by two different methods. By this 
way, we did not find any statistical interferences of RF, whatever the methods (and thus the antibodies) used. 
Our results do not corroborate those of Lamb who described significant RF (concentration unrelated) 
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interferences with the Dako system [21]. If as we have shown, no interference occurs with the Dako and the 
Siemens antibodies, the argument for preferring avian Gentian reagents seems questionable and inapplicable to 
the cystatin C assays. 
It is well known that the relationship between serum creatinine (as plasma cystatin C) and GFR is exponential. 
Due to this exponential relationship, little modifications of creatinine linked, for example, to difference in 
calibration, will have strong consequences on creatinine-based results. This is especially and only relevant in the 
low or "normal" creatinine ranges [6,22]. Without calibration standardization, estimated GFR results from the 
MDRD study equations must thus be given as "over 60 mL/min/1.73 m2" without specifying the absolute value 
because lack of precision in these creatinine ranges [22,23], With this "creatinine" experience, we wanted to 
know if such limitations have to be applied to the "new" cystatin C equations. In other words, we wanted to 
know if one can use the Dako or Gentian PETIA results for a cystatin C-based equation built with the Siemens 
PENIA method and vice versa. We have compared the three assays with the Bland and Altman methods. Once 
again, as the relationship between cystatin C and GFR is exponential, it is important to differentiate relatively 
low and high cystatin C values because if differences occur, these differences will occur in low ranges [22,23], 
This fact is well illustrated by comparison between the Gentian and the Dako assays. When all range of results is 
included, Gentian measures are significantly different from the Dako measures (with a systematic bias of 0.2 
mg/L). However, it clearly appears from the Bland and Altman analysis that Gentian measures systematically 
and strongly overestimate the Dako method only in highest values. When comparison is restricted to values 
below 2.5 mg/L, the Gentian results are not different from the Dako method (systematic bias of -0.01 mg/L and 
high correlation). Regarding the Dako measures, it must be underlined that the differences with other assays are 
mainly characterized by an important dispersion of the results. Indeed, systematic bias between Dako and the 
two other assays are relatively low (although significant), as it has already been described (in all ranges with the 
Siemens assay and in the low range with the Gentian assay) [5,16,18,20]. However, the dispersion of the Dako 
results is higher (illustrated by higher SD around the mean difference and deeper limits of agreement). This is 
simply explained by the lower analytical precision of the Dako assay. 
The potential impact of the three assays on the two cystatin C-based equations used can be analyzed in parallel. 
In the clinical most useful range of cystatin C (values below 2.5 mg/L), differences in both estimated equations 
results increase when cystatin C values decreases, reflecting, once again, the exponential relationship between 
GFR and cystatin C (little change in cystatin C induces great changes of GFR in the lowest cystatin C values). 
This is particularly relevant when the Gentian assay is used in the Levey equation. We have shown that the 
Gentian cystatin C results are not different from the Dako results and Fig. 5D confirms that the Gentian cystatin 
C can be used in the Grubb equation without significant bias up to an eGFR of 80-90 mL/min/1.73 m2. Over this 
eGFR, the differences in estimated GFR with the two assays are rising but the clinical importance of these 
differences is less critic (distinguish 60 and 70 mL/min/1.73 m2 is more important then distinguish 130 and 140 
mL/min/1.73 m2). Applying the Dako and the Gentian cystatin C in the Levey equation is maybe more 
questionable, in term of systematic bias (difference of ± 6 mL/ min/1.73 m2) and especially in term of precision. 
The first comparisons published between the Gentian and the Siemens affirming the equivalence between both 
methods seem thus a little too optimistic [11,24]. Moreover, as it is shown in Fig. 5B, difference in eGFR using 
either the Siemens or the Gentian kit seems severely dependant on the Cystatin C (and thus eGFR) level. 
However, it seems still more important not to use the PENIA Siemens in the Grubb formula (difference of ± 9.5 
mL/min/1.73 m2), probably because the power applied to cystatin C in the Grubb formula (i.e. -1.68) is higher 
than in the Levey formula (i.e. -1.19)(and thus little difference in cystatin C has greater impact on the formula 
result). 
There are limitations to our study. Firstly, in contrast to the case for creatinine, no internationally recommended 
calibrator or procedure for determination of cystatin C levels are available. These tools are urgently needed to be 
able to reach more uniform results with different cystatin C assay systems. Secondly, we have limited our 
analytical analysis to some systems. This point is especially important for the Dako and the Gentian reagents that 
can be used with other automate (Kone, Abbott...). A vast comparison of all the cystatin C assays available on 
the market is thus required [15]. Thirdly, we have studied the potential analytical consequences of cystatin C 
measurements on two equations results. Our methodology does not allow us to affirm a clear superiority of one 
equation over the other. 
Several conclusions can be drawn from this study. First, the Dako assay used in this study is significantly less 
precise than the two other assays. This lesser precision has potential consequences on the precision of cystatin  
C-based equations. Secondly, the Gentian avian antibodies have theoretical advantage regarding RF interference. 
However, as no significant RF interference has been demonstrated with the two other assays, this advantage is 
questionable or, in any case, seems minor. Thirdly, we have shown no difference between the Gentian and the 
Dako assays for cystatin C below 2.5 mg/L Nevertheless, it must not be concluded that potential differences 
between assays can only been explained by the detection method used (PETIA versus PENIA) because 
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differences in reagents and antibodies seem also of importance [5,15,25], For example, Finney et al. have 
underlined the effect of different calibrators (purified cystatin C from human urine for Dade-Behring and human 
recombinant cystatin C for Dako) on the assays results [5], Fourthly, for cystatin C values higher than 2.5 mg/L, 
the Gentian assay produces significantly higher results than the two other assays studied although other authors 
do not describe [11]. The lower value of the Gentian highest calibrator, compared to that of Siemens and Dako 
methods (6.5 versus 7.5 mg/L) is probably responsible for a less exactitude in cystatin C measurement within the 
high concentrations. Lastly, like in creatinine-based equations, we have shown that analytical differences 
between assays can have consequences on the values of GFR evaluated by cystatin C equations (difference up to 
6 to 9 mL/min/ 1.73 m2). As shown here, results from Siemens are not interchangeable with the two other PETIA 
assays. However, the impact of difference in assays seems lower for cystatin C than for creatinine. We suggest 
that this may be explained by the fact that the exponential relationship between cystatin C and GFR is less 
powerful than between creatinine and GFR. 
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